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Abstract. The paper deals with the measurement of individ-
ual components or circuits embedded in more complex radio
frequency (RF) or microwave printed circuit boards (PCBs).
Since no standard RF measurement enables the direct par-
allel connection of an analyzer to the boards being tested,
individual components are often measured by destructively
cutting manufactured boards and by attaching the RF con-
nectors to the concerned parts. This article shows that this
problem, thanks to suitable calibration standards that have
been designed and manufactured, can be solved by vector
measurements and a TRL calibration process. The measure-
ments also work when the boards to be measured include
frequency conversion. The applicability of the developed
method has been verified by practical measurements and its
accuracy influenced by variations of the parameters of the
surrounding circuits has been investigated by an uncertainty
analysis.
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Microwave measurement, calibration-correction tech-
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1. Introduction
Traditionally, radio frequency (RF) and microwave sys-
tems (communication, radar) consist of a definite set of stan-
dard circuits (amplifiers, mixers, filters, dividers) intercon-
nected at a single printed circuit board (PCB). For example,
Fig. 1 depicts the transmitter (TX) part of a pseudo-noise
continuous wave (CW) radar sensor operated at 11GHz.
The sensor consists of monolithic microwave integrated
circuits (MMICs) voltage control oscillator (VCO), ampli-
fiers, mixers, frequency multipliers, microstrip filters and
power dividers, and sections of interconnecting microstrip
or grounded coplanar waveguide (GCPW) lines. During the
manufacturing process, the parameters of all these compo-
nents can be altered. The MMICs by the quality of the
soldering, the microstrip filters and dividers by the etch-
ing process. The effects of the etching on impedance and
crosstalk between tracks are evaluated in [1]. Therefore, it is
advantageous, and sometimes necessary, to measure the re-
sulting parameters of the aforementioned circuits, although
this is not easily done in the RF and microwave frequency
bands. An example of an EMI filter development based on
information obtained by this measurement is shown in [2].
The need to measure individual components or circuits
embedded in more complex system PCBs represents one of
themost critical problems of RF andmicrowave design, man-
ufacturing and measuring. Recently efforts have been made
to perform such an in-circuit measurement. Majority of these
methods were based on contactless approach, where fields
are coupled via probes to the measurement instrument. The
probes can be in the form of current probes as showed in [3] or
composed as a direction coupler showed in [4] and [5]. To be
able to measure on high frequencies by these methods a cal-
ibration needs to be performed beforehand. Measurement
precision for all these methods depends on the repeatability
of the probe positioning.
An example of this problem concerns the measure-
ment of the band-pass filter (BPF) embedded in the radar
TX described above, or in the common test up-converter
module, as shown in Fig. 2. This test module consists
of an RF mixer, a local oscillator, the BPF, and an output
power amplifier (PA), all of which are assembled on a single
Fig. 1. 11GHz transmitter on microwave PCB.
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PCB equipped only with input and output RF connectors. If
filter parameters are to be measured, it is necessary to cut the
filter from the board, thus rendering the board useless. At RF
it is impossible to apply anything, such as the ideal voltage-
meter (VM) widely used in low-frequency (LF) bands.
Evaluating the parameters of similar BPF at LF can
be performed by a simple parallel connection of 2 VMs,
as can be seen in Fig. 2. VM1 measures V1 input voltage,
while VM2 measures V2 output voltage. Since both VMs
show a magnitude of Zvin input impedances close to ∞ at
LF, the measured structure is not loaded and influenced, and
the concerned voltages are measured precisely. But at RF,
a significantly different situation must be expected due to the
always present Cp parasitic VMs capacitances which result
in a dramatic |Zvin | decrease. For example, even a very low
Cp = 1 pF value causes |Zvin | to drop to a mere 80 Ω at
f = 2 GHz. Such a low input impedance gives rise to voltage
dividers which prevent both V1 and V2 from being measured
precisely. Moreover, such complex loading can significantly
disturb BPF’s transmission parameters designed for opera-
tions with Z0 = 50Ω at both ports. That is why individual
circuits and components embedded in the assembled RF and
microwave PCBs cannot be measured directly. However,
definite components, such as antennas or narrow-band fil-
ters, are sensitive structures and their performance can be
significantly influenced by the manufacturing process which
is why their final parameters should always be checked.
Reference [6] describes a new method based on a vec-
tor network analyzer (VNA) measurement and vector cali-
bration/correction which enables the solution of the above
mentioned problem. The method was developed for return
loss (RL) measurement of passive radiating elements (patch
antennas) embedded in more complex active antenna mod-
ules. The paper shows that by using a suitable set of standards
and a thru-reflect-line (TRL) calibration/correction proce-
dure, it is possible to measure directly inaccessible patch
elements embedded in the concerned PCBs.
Positive results presented in [6] inspired an attempt to
measure the BPF embedded in an up-converting module sim-
ilar to that described in Fig. 2. The module includes a planar
coupled-microstrip BPF that is sensitive to themanufacturing
process, thereby requiring its final parameters (both transmis-



















Fig. 2. Typical up-converting RF module.
complicated by the fact that the structure includes frequency
conversion. Using the local oscillator (LO), the signal with
frequency ωIF at input PORT 1 is converted to an output sig-
nal with frequency ωRF at output PORT 2. It is, therefore,
necessary to measure S-parameters of the embedded BPF
with different frequencies at PORT 1 and PORT 2. It goes
without saying that the PCB in question cannot be damaged
in any way.
2. TRL Calibration Technique
The TRL techniques were developed to enable pre-
cise measurements when using vector network analyzers, see
Fig. 3. Vector measurements of any device under test (DUT)
are greatly influenced by measurement paths between the
VNA ports and the DUT. The path between port P1 and the
DUT can be described by an ERR-A error two-port, and
the path between port P2 and the DUT by an ERR-B error
two-port. If the S-parameters of both error two-ports are
known, their influence can be eliminated by the correction
process and the “clean” DUT S-parameters obtained.
To evaluate the S-parameters of both error two-ports
during the calibration process, the TRL method employs the
following standards: THRU (short interconnecting transmis-
sion line), REFLECT (shortened sections of transmission
lines at each end), and LINE (transmission line with ex-
tended length). The necessary mathematical formulas can be
found in [7], [10] and [11].
Compared to other calibration-correction methods, the
main advantage of the TRL technique is its relative simplicity
and extremely good definability of the standards employed.
The method requires neither a problematic MATCH (pre-
cise 50Ω load) nor a similarly problematic OPEN (infinite







Fig. 3. VNA measurement using TRL calibration-correction
techniques.
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lines with exact characteristic impedances and properly cho-
sen lengths. One clear disadvantage is the complexity of the
corresponding mathematical formulas which can, in some
cases, complicate the application. Probably the most detailed
description of the related mathematical formulas is found
in [11]. The formulas are rather complex and extensive; in
the reference in question they occupy nearly two standard
text pages. If common computer processing is used, their
complexity does not represent any significant problem. Dif-
ficulties can be met when an analytical treatment is required.
In the given case, this concerns the evaluation of uncertain-
ties using standard methods based on partial derivatives of
the analytical formulas with respect to all variables which
can be influenced by uncertainties. The TRL formulas are
so complex that the evaluation of partial derivatives is not
feasible and other techniques must be used.
The central idea of this method developed for the mea-
surement of individual circuits embedded in complex mi-
crowave system PCBs is to include circuits surrounding the
DUT into error two-ports, and to measure the DUT through
outer board connectors. As this article demonstrates, the
method can overcome even significant obstacles such as am-
plifiers (if they do not show extreme isolation) or frequency
conversion performed within the concerned PCB. If embed-
ded attenuations are too high, the T-method developed in [6]
can be employed. In spite of extremely good results ob-
tained using the TRL process, if beneficial, any similar VNA
calibration-correction method can be used.
3. Developed Measurement Method
To evaluate the possibilities of the above described
method for the measurement of 2-ports embedded in more
complex up-converting (or down-converting) modules, a test
board consisting of a 2.1 GHz microstrip BPF and a mixer
was designed and manufactured, see Fig. 4 and Fig. 5.
Figure 4 also includes a description of a measurement
setup developed, after several trials, for the measurement
of S-parameters of the concerned RF structures containing
frequency conversion.
The setup is based on a 2-port VNA and contains ex-
ternal mixers, a power divider and an LO. This setup for
a measurement of frequency converting devices is deeply ex-
plained in [7], [8] and [9]. For S21 and S11 measurements, the
VNA’s internal LO1 was switched to PORT 1 and swept in
a 0.55 to 1.55 GHz frequency band. The external (or second
internal, if available) LO2 was operated at a fixed frequency
of 1.05 GHz. Using the external mixers, MX1 and MX2,
the incident and reflected signals at PORT 1 were converted
to a 1.6 to 2.6 GHz frequency range and measured by the
VNA’s a1 and b1 receivers. The MXD mixer included in
the test board also generates a signal in the 1.6 to 2.6 GHz
frequency range required for BPF’s testing. The necessity to
include AF auxiliary filters (high-pass, connected between
MXD’s RF port and the BPF) into all boards represent the
only inconvenience of the developed measurement method.
The main task of these filters is to reflect the 0 to 0.5 GHz
mirror signals back to the MXD mixer where they are again
multiplied with the 1.05 GHz LO2 signal. The resulting up-
converted signals interfere with the PORT1 0.55 to 1.55 GHz
signals. In case all boards reflect the mirror signals with the
same amplitude, and in the same plane, their influence can
be eliminated in the calibration-correction process. That is
why the identical AF filters must be included in all both test
and calibration boards. They can be formed by the simple
and small structure shown in Fig. 5.
For S12 and S22 measurements, the LO1 was switched
to the PORT 2 branch, while its range was set to 1.6 to
2.6 GHz. To prevent mirror reception at the a1 and b1 re-
ceivers, an external 1.55 GHz low-pass filter was connected
between the BPF to be measured and the VNA. As already
stated, the actual measurement of the embedded BPF is based
on the TRL (THRU-REFLECT-LINE) calibration/correction
method described in greater detail, e.g., in [7], [10] and [11].
That is why it was also necessary to design and realize the
corresponding calibration boards (standards), see Fig. 6.
On the THRU board, the BPF is replaced by a di-
rect thru connection. On the REFLECT board, there
are 2 shorts (vias) situated in the BPF’s reference planes.
The LINE board includes a 50 Ω microstrip line replac-
ing the concerned BPF. Since mixers and the auxiliary
high-pass filters are included in all boards, their influ-
ence can be removed by using the calibration-correction
process and “clean” BPF S-parameters can be obtained.
High variances of the parameters of circuits surrounding the
































Fig. 5. Developed test board including (from left to right)
a mixer, an auxiliary high-pass filter and measured BPF.



















Fig. 6. Developed test and calibration boards.
In this case, this concerns, above all, the variances of the
parameters of the mixers. For the given test, double bal-
anced surface-mount SMD SYM-30DLHW (Mini-Circuits)
modules were used. The obtained results show that their
variances are very low and do not significantly influence the
measurement. A more detailed uncertainty analysis is pre-
sented in Sec. 5.
4. Practical Results
The practical measurements were performed using
a ZVA67 (0.01 - 67 GHz, Rohde-Schwarz) VNA. This unit
includes two independently set LOs, so both LO1 and LO2
were internal. The VNA was pre-calibrated using the auto-
matic short-open-load-thru (SOLT) module.
Figure 7 shows the measurement of the input reflection
coefficient (S11 in dB) of the embedded BPF in comparison
with the measurement of the reference standalone filter. The
measurement is affected by noticeable measurement error.
The Peak at 2.1 GHz is caused by the second harmonic of
LO2 frequency generated in the external mixers and leaking
into the VNA’s reference and measurement channels.
Figures 8 and 9 depicts the results of similar S12 ans S21
measurements, respectively. As in previous case the peak at
2.1 GHz is caused by the interfering second harmonic. The
measurement accuracy for both S12 and S21 is satisfactory.
Figure 10 shows the results of the S22 measurements.
Compared to Fig. 7, its accuracy is significantly better.
This can be explained by higher attenuation in the measure-
ment branch and the variances of mixer parameters. The
peak at 2.1 GHz is once again caused by the interfering
second harmonic.














Fig. 7. Reflection coefficient S11 of the measured BPF.














Fig. 8. Transmission coefficient S12 of the measured BPF.














Fig. 9. Transmission coefficient S21 of the measured BPF.














Fig. 10. Reflection coefficient S22 of the measured BPF.
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5. Uncertainty Analysis
To determine confidence intervals and the accuracy of
the aformentionedmeasurementmethod, an uncertainty anal-
ysis was performed. It takes into account variations of the
S-parameters of the ERR-A error two-port consisting of the
mixer, auxiliary filter and sections of the interconnecting mi-
crostrip lines as shown in Fig. 11. Since the ERR-B error
two-port includes only a short section of the 50Ω line, its in-
fluence is neglected. Beforehand, to eliminate the influence
of the rest of the measurement setup (measurement cables,
adapters, external mixers and filters), the VNA was virtually
calibrated in the PORT1-PORT2 planes, see Fig. 2.
As mentioned in Sec. 2, for the concerned uncer-
tainty analysis, the complexity of equations used within the
TRL calibration-correction algorithm complicates the use
of the standard law of uncertainty propagation tool defined
in Guide to the Expression of Uncertainty in Measurement
(GUM) [12]. This method offers the most general approach,
but, in this case, it alludes to an excess of variables with
uncertain values as well as to analytical derivatives which
are too complex, see [13]. To compute final uncertainty as
defined in [14], the Monte-Carlo method was used.
The Monte-Carlo method is based on an analytical de-
scription of the circuit being studied and on knowledge of the
variations and types of probability distributions of all indi-
vidual components with uncertain values. If both items are
available, it is possible to perform a high number of virtual
measurements and to evaluate the resulting statistical data.
An insufficient number of statistical properties of the used
mixers were familiar, so the measured Si jA S-parameters of
the ERR-A error two-port were used and variations were ap-
plied to all of them. Owing to mutual relations among all
S-parameters (a change of the inner parameter of any two-
port can result in changes to all of its S-parameters) this
process leads to “worst-case” results, and real variances of
DUT S-parameters are likely to be lower. The mean values
of the variables in question (amplitudes, phases) correspond
to the measured Si jA values and their standard deviation have
been estimated to be σA = 0.01 using a Gaussian probability
distribution. This σA value was obtained from the mixer’s
datasheet as a standard deviation of its conversion loss. The
magnitudes of the ERR-A S-parameters in dB obtained from
the THRU measurement can be seen in Fig. 12.
The error two-port described above contains four com-
plex parameters which leads to eight real variables to
be varied in the Monte-Carlo method. As Si jD DUT
S-parameters, the values obtained by measuring the refer-
ence filter have been considered. Results of this analysis can
be seen in Fig. 13, where magnitudes of the corrected DUT
S-parameters are displayed.
The Fig. 12 depicts the magnitudes of the measured
DUT S-parameters in bold lines, and confidence intervals
of the given parameters are shown in the shaded regions.
Confidence intervals are measured in units of 2σi j where σi j
represents the standard deviation of the given S-parameter as
calculated by the Monte-Carlo method.
Figure 13 indicates that |S11D | shows the highest sen-
sitivity to ERR-A variations. This result is in good agree-
ment with the measurement presented in Fig. 7 where |S11D |
is obviously measured in the least accurate way. Other
S-parameters are influenced substantially less and measure-
ment accuracy seems to be fully satisfactory, especially in
the most interesting filter band-pass frequency band. In spite
of higher S11D variances, for our given purposes (a post-
manufacturing check that the filter is tuned to the proper
frequency band and that it shows acceptable RL return loss
and IL insertion loss values), even this measurement can be
considered as acceptable. Due to visible frequency ripples
on the confidence interval dependences, it may be supposed
that the DUT S-parameter variations depend on frequency,
as shown in Fig. 13. In a similar way, the uncertainties of
similar measurements can be evaluated. To investigate the
reasons for this behavior, another uncertainty analysis was
performed. As noted earlier, the TRL calibration-correction
process does not allow the uncertainty analysis to be per-
formed analytically. Assuming the ERR-B would behave as
an ideal thru, an attempt was made to perform such an analy-
sis on correction formulas applicable to the evaluation of Si jD





Fig. 11. Definition of Error boxes.
















Fig. 12. Measured modules of S-parameters of the ERR-A error
two-port.
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Fig. 13. Confidence intervals of the DUT measurement.
Considering a structure according to Fig. 11, the mea-
sured S-parameters can be expressed as
















From these equations, the correction formulas for the












S22AS11A − S12AS21A − S22AS11M
, (7)
S22D =
S22M (S12AS21A + S22A (S11M − S11A))
S22AS11A − S12AS21A − S22AS11M
−
S21AS12MS22A
S22AS11A − S12AS21A − S22AS11M
. (8)
The desired measurement variances as a function of the
ERR-A S-parameters can be expressed by means of Jacobian
matrices J1 to J4 which include partial derivatives of the (5)
to (8) functions with respect to individual Si jA parameters.
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To ensure the minimal influence of variations of ERR-A
on the DUT measurement, the modules of terms in the Jaco-
bian matrices (9) to (12) should also be as low as possible. In
(9) to (12), the majority of numerators include the following
common term
f = 1 − S11DS22A. (13)
Thanks to the multiplication of S11D and S22A, this term
depends on the sum of their phases. Therefore, it is possible
to distinguish two important states providing the highest and
lowest values of (13). For absolutely stable devices, the mag-
nitudes of the S11D and S22A are always ≤ 1 and the absolute
value of their product is also ≤ 1. This results in an absolute
value of (13) being in interval (0, 2). The term approaches
number 0 when
exp [j (∠S11D + ∠S22A)] = 1, (14)
while it approaches number 2 when
exp [j (∠S11D + ∠S22A)] = −1. (15)
This corresponds to ∠S22A + ∠S11D = 2nπ or
∠S22A + ∠S11D = (2n + 1)π respectively, where n is an in-
teger.
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Fig. 14. Variances of |Si jD | as function of |S22A | and best and
worst phasing conditions.
To evaluate the influences of the S22A amplitude and
phase on the DUT measurement using TRL techniques, an-
other Monte-Carlo uncertainty analysis was performed. In
each run, only a single frequency point was examined. As
with the ERR-A error two-port, a synthetic symmetric and
lossless two-port was used while its |S22A | amplitude was
changed as a parameter. For each set |S22A | value, twoERR-A
versions were synthesized with phasing corresponding to the
best and worst cases described by (14) and (15). Conse-
quently, as in the previous case, the ERR-A S-parameters
were varied with a variance equal to 0.01 and Gaussian distri-
bution. From numerous synthetic measurements performed
by the Monte-Carlo procedure, σi j variances corresponding
to the |S11D |, |S22D | and |S21D | parameters were evaluated.
The resulting σi j values as a function of |S22A |, along
with best or worst case phasing, can be seen in Fig. 14. For
each DUT S-parameter, the dependence with higher σi j val-
ues corresponds to the worst case while the dependence with
lower σi j values depicts the best case. The resulting σi j un-
certainty, therefore, will lie between these two plots. Since
the (14) and (15) phasing conditions are frequency depen-
dent, the σi j variances are also frequency dependent, as can
be seen in Fig. 13.
Figure 14 confirms that |S11D | is measured with the
highest uncertainty and that there can appear a significant
frequency ripple of its confidence interval frequency depen-
dence. As expected, |S22D | variations are lower and show ex-
tremely low susceptibility to frequency dependent rippling,
with the expected uncertainty of |S21D | being the lowest. All
these results are in good agreement with the calculated fre-
quency dependent confidence intervals shown in Fig. 13 and
the measurements shown in Figs. 7, 9 and 10.
6. Conclusion
The article presents a description and the practical re-
sults of a new method enabling the measurement of individ-
ual components or circuits embedded in more complex RF or
microwave PCBs containing frequency conversion. As an ex-
ample, the planarmicrostrip filter embedded in a common up-
converting module was measured. Included plots show good
agreement between results obtained by the proposed method
and the direct measurement of the reference filter. The de-
veloped method can, therefore, be used for “non-destructive”
measurements of similarly manufactured RF and microwave
modules.
The uncertainty analysis shows that the results obtained
by the method presented can be fully applicable for the in-
tended purposes, that means, for the final checkout of a mi-
crostrip filter etched at the RF system PCB. According to
the simulations performed in the case presented, the |S11D |
is the parameter most influenced by the variances of the S-
parameters of the adjunct circuits. The expected variances
of the other DUT S-parameters are significantly lower. This
is in extremely good agreement with all measurements. The
developed uncertainty analysis techniques can be used to pre-
dict DUT variances of any similar measurement setup.
Future developments will focus on a closer elabora-
tion of the T-method, based on a direct parallel connection of
special probes and the elimination of their influences through
a similar calibration-correction process.
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